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A photon detector suitable for the measurement of bremsstrahlung spectra generated in relativistically-intense 
laser-solid interactions is described. The Monte Carlo techniques used to back-out the fast electron spectrum 
and laser energy absorbed into forward-going fast electrons are detailed. A relativistically-intense laser-solid 
experiment using frequency doubled laser light is used to demonstrate the effective operation of the detector. 
The experimental data was interpreted using the 3-spatial-dimension Monte Carlo code MCNPx(Pelowitz 
2008), and the fast electron temperature found to be 125 keV. 



I. INTRODUCTION 

When an intense laser pulse irradiates a solid target, 
large numbers of fast electrons are generated. The kinetic 
energy these fast electrons acquire during the interaction 
has been found to be close to that of electrons oscillating 
in the transverse field of the incident light wave^ ^. If 
the picosecond-duration laser pulse is associated with a 
much longer duration, lower intensity pedestal (caused by 
amplified spontaneous emission), then a coronal plasma 
is formed around the interaction point some time before 
the relativistic pulse arrives. In these circumstances, it 
is possible for the fast electrons to acquire substantially 
higher energies^ ^ via collective acceleration processes in 
the finite density gradient plasma. 

The understanding of fast electron energy transport 
caused by intense laser-plasma interactions is an in- 
teresting area of fundamental physics. Furthermore 
the detailed characterization of the fast electron trans- 
port under controlled conditions is important for nu- 
merous applications including proton and ion beam 
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production^ ^^, isochoric heating of high density matter 
for opacity studies^^^^, and fast ignition inertial con- 
finement fusionP^^^. Fast electron energy transport is 
dictated by the resistivity and density of the medium in 
which the transport is occurring, the fraction of laser en- 
ergy absorbed into fast electrons, the fast electron source 
size, their divergence and energy spectrum. 

Measurements of the fast electron ene rgy s pectrum 
can be made using magnetic spectrometers^^ ^^, nuclear 
activation^^, bremsstrahlung x-ray measurements^ 24H28]^ 
buried fluorescent foils^ and proton emission^. How- 
ever interpretation of the measurements is can be com- 
plicated by the formation of a large electro-static field 
at the target rear surface/vacuum boundary by the ini- 
tial population of electrons exiting the target^^. This 
field confines the subsequent fast electrons, meaning only 
a small fraction of the fast electrons accelerated by the 
laser are able to exit the target rear. The spectrum of the 
fast electrons which do exit the target can be measured 
relatively simply using magnetic spectrometers, however 
as the bulk of the electrons remain within the target, it 
is likely that the fast electron spectrum measured from 
this initial electron population is not representative of 
the bulk fast electron spectrum. Bremsstrahlung photon 
emission, caused by fast electron collisions with the solid 
target, offers a mechanism by which the spectrum and to- 
tal laser absorption of the bulk fast electron population 
can be inferred. 

This paper describes the design of bremsstrahlung 



detectors and the interpretation of experimental data 
using Monte Carlo techniques. Preliminary analy- 
sis of the fast electron transport induced by fre- 
quency doubled, relativistically-intense laser-solid inter- 
actions is presented. Section [IT] begins by discussing 
the bremsstrahlung generation mechanism and previ- 
ously employed bremsstrahlung measurement techniques, 
while section |III| goes on to describe the design of a 



novel bremsstrahlung detector. Section [IV| describes how 
Monte Carlo modelling can be used to back-out the fast 
electron temperature, divergence and total laser energy 
absorbed into fast electrons. In order to demonstrate the 
functionality of this new detector, section |V| briefly de- 
scribes a frequency doubled, relativistically-intense laser 
solid-interaction, from which the fast electron tempera- 
ture is inferred using Monte Carlo techniques. 



II. BACKGROUND 




- Elastic (Thompson) Scattering 
-Inelasi tering 
-Photoe 1 
-Pair production in nuclear field 

- Pair production in electron field 
-Total 



0.001 0.01 0.1 1 

Photon energy (MeV) 



Figure 1. Reaction cross-sections with respect to incident 
photon energy for Pb, source XCOM, NIST. Photonuclear 
interactions are not shown but are extremely small for Pb for 
photon energies < 10 MeV. 



The energy of an emitted bremsstrahlung photon is 
dictated by the energy the fast electron loses during the 
deceleration associated with a collision, and is there- 
fore related to both the angle through which the elec- 
tron is scattered and its initial energy. The photon's 
emission direction is limited to a cone, the major axis 
of which is the initial propagation direction of the in- 
cident electron, while the opening angle of the cone is 
determined by the initial Lorentz factor of the fast elec- 
tron. The relationship between the incident electron and 
bremsstrahlung photon mean that absolutely calibrated 
measurements of the spatial and spectral distribution of 
the bremsstrahlung emission can enable the determina- 
tion of the fast electron spectrum, laser absorption frac- 
tion and fast electron spatial distribution. Due to the 
number of particles involved, interpretation of experi- 
mental data rapidly becomes extremely complex mean- 
ing data analysis is greatly simplified by the use of Monte 
Carlo type simulations. 

Bremsstrahlung radiation measurement techniques 
typically employ either differential filtering or photonu- 
clear activation. Photonuclear techniques'^ '^ are limited 
to photons of energies > 5 MeV due to the rapid decrease 
in the photonuclear cross-section below this energy. For 
the purposes of fast ignition inertial confinement fusion, 
the electron energies of interest are those between 1 — 5 
MeV hence photonuclear techniques are le ss we ll suited 
to such measurements. Differential filter ing^^^^^^ works 
by using many filters of differing thicknesses and mea- 
suring the flux exiting the filters. This technique relies 
on spectral variations in opacity; away from resonance 
regions such as the K edges of materials, the opacity de- 
creases monotonically with incident photon energy, typi- 
cally followed by a slight increase above ~ 1 — 5 MeV (fig- 
ure [l]) due to the increasing photonuclear cross-section. 
As photons propagate through matter, the flux reduces 
exponentially with increasing distance, while from fig- 
ure [T] the cross-section is generally inversely proportional 



to photon energy. Therefore as the photons propagate 
through a given material, the low energy flux undergoes 
more collisions (and ultimately absorption) than the high 
energy photon flux. The change in cross-section with ma- 
terial can also potentially be used advantageously, for ex- 
ample in a Ross pair configuration the K-edges of various 
materials are used to preferentially remove photons with 
energies closely corresponding to that of the K-edge of 
the filter material. However this method is only effective 
for photon energies up to '^100 keV, as although the K- 
edge energy increases with atomic number, even Uranium 
only has a K-edge of 115 keV. Photon flux is generally 
measured indirectly via photon energy deposition, vari- 
ous different techniques exist such as thermoluminescent 
detectors, image plates and pin diodes. 

Accurate interpretation of differential filtering is com- 
plicated as photon collisions lead to the emission of sec- 
ondary particles through various mechanisms such as the 
photoelectric effect, pair production, or photonuclear in- 
teractions. These secondary particles may in turn emit 
their own secondaries, hence the situation rapidly be- 
comes very complex. Monte Carlo modelling is well 
suited to this type of problem, allowing a quantitative 
measure of the signal to be inferred. 

Bremsstrahlung detectors have been used in numer- 
ous guises on laser-solid experiments in the past^ 244^^ 
Limitations of previous detectors have generally arisen 
from the relatively small number of energy bins and the 
inability to measure higher energy photons. 

Beg et al'^^ used bremsstrahlung measurements to di- 
agnose the hot electron temperature. These measure- 
ments were made using an array of pin diodes with photo- 
multiplier/scintillator detectors in combination with sub- 
stantial Pb collimation, shielding and 2-5 mm of differ- 
ential Pb filtering. This setup enabled the measurement 
of the relationship T^ot ^ 100(/A')^/^, where T^ot is the 
slope temperature of the exponential energy spectrum in 



keV, / the laser intensity in units of 1 x 10^^ W/cm^ and 
A the laser wavelength in pm. 

Li2B407 and CaS04 thermoluminescent detectors 
were used by Key et al to detect bremsstrahlung 
emissiorP. 

More recently Chen et ai'^^ designed a bremsstrahlung 
detector primarily based on differential filtering using 13 
different materials which separated image plates. The 
materials were chosen so that their K-edges lay in an 
appropriate part of the spectrum thereby preferentially 
filtering photons of that energy. In combination with 
Integrated Tiger Series Monte Carlo modelling of 
the electron and photon transport, this techniques al- 
lows good resolution of the lower energy region of the 
spectrum. This method provides good spectral resolu- 
tion in the spectral region examined, but has the prac- 
tical disadvantage of the number of image plates which 
are required; extracting, scanning and replacing 13 image 
plates after each laser shot creates a huge experimental 
workload limiting the number of detectors which can be 
fielded on an experiment and hence the spatial resolution. 



III. DESIGN OF A NOVEL BREMSSTRAHLUNG 
DETECTOR USING MCNPX 

A new bremsstrahlung detector design was conceived 
with the aim of providing good energy resolution across 
the spectral region of interest, whilst allowing numerous 
detectors to be fielded on one experiment. The ability to 
field multiple detectors is important as it allows the an- 
gular emission of the bremsstrahlung emission to be mea- 
sured. As the cone angle of the bremsstrahlung emission 
is related to the fast electron energy, the angular reso- 
lution provides a secondary measurement with which to 
further constrain Monte Carlo calculations. From these 
measurements it is theoretically possible to infer the fast 
electron temperature as a function of angle, the absolute 
number of fast electrons and hence the fraction of laser 
energy absorbed into fast electrons, and potentially the 
fast electron divergence angle. 

The filtering was chosen to be of differential design in 
order that the majority of < 3 MeV photons emitted 
by the electrons of importance to fast ignition can be 
resolved. The filters were comprised of just one mate- 
rial with differing filter thicknesses. A design solution 
was arrived at which only requires one image plate - a 
significant improvement over previous designs. The fil- 
ter design is shown in figure [2J 25 different thicknesses 
of Pb filtering in a parallel configuration filter the in- 
cident x-ray spectrum. The transverse dimensions of 
each filter are 0.5x0.5 cm. The transmitted photons 
deposit their energy within the image plate positioned 
behind the filters, the energy deposited is a function of 
the bremsstrahlung spectrum, filter thickness, filter ma- 
terial and image plate response. This filtering concept 
requires that the bremsstrahlung flux is effectively spa- 
tially and spectrally uniform across the cavity of the de- 



tector. Modelling showed that this assumption is valid as 
long as the detector is sufficiently far from the electron 
source, 40 cm is more than sufficient. 
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Figure 2. The incident bremsstrahlung photons (blue arrows) 
propagate through the filter array, creating an image on the 
region of image plate behind the filters, this image contains 
convolved information about the spectral distribution of the 
bremsstrahlung photons. The 25 filters create 25 energy bins. 

Detailed design of the bremsstrahlung detector was 
performed by using MCNPX^ to solve the 3 dimen- 
sional (3D) coupled electron-photon transport problem. 
Excluding the effects of self-generated electro-magnetic 
fields, and using the assumption that the cold cross- 
sections remain accurate at temperatures of ~ 50 eV, 
MCNPX can accurately model the electron transport and 
bremsstrahlung generation via collisions within the solid 
target. The subsequent photon flux propagation through 
the filters and energy deposition within the image plate 
can also be modelled as one self-consistent problem, 
whilst accounting for undesirable/complex effects such 
as Kq, emission and pair production within the filters. A 
detailed characterization of Pb and Fe as filtering ma- 
terials was performed as they both have relatively high 
total cross-sections, also the minimum inflection point of 
their total cross-sections is > 1 MeV which should allow 
for spectral resolution up to this point. 3D MCNPX mod- 
elling was used to quantify the photon energy deposition 
within the active phosphor layer of the image plate as a 
function of both photon energy and filter thickness. A 
3D filtering array was created spanning a wide filtering 
thickness range within MCNPX. In order to characterize 
photon energy deposition as a function of photon energy, 
numerous mono-energetic photon source runs were per- 
formed, yielding the energy deposition as a function of 
filter thickness for that particular photon energy. The 
data from many runs was aggregated to create figure [3] 
The response curves indicate the detector will be able to 
distinguish between photons of energy < 2.5 MeV (note 
this is the energy of individual photons, not the fast elec- 



tron slope temperature), above 2.5 MeV the response of 
the various channels is indistinguishable (i.e. they have 
the same slope) due to the minimum in the Pb cross- 
section (figure IT]). The thicknesses shown are those used 
on the final design. 

Tefion and other low Z materials were excluded as 
structural materials as they were found to greatly reduce 
the sensitivity of the detector by fiooding the image plate 
with low energy Kq, photons, creating a high background 
signal. Modelling showed high Z materials were better in 
this respect, hence Pb was used structurally throughout. 

The laser-interaction solid target, detector and image 
plate were modelled in 3D in mcnpx, using accurate 
dimensions, material densities and cross- sect ions. Dur- 
ing the detector design, an electron beam with spec- 
tral and spatial (both angular and position) distributions 
representative of those expected experimentally was in- 
jected into the target, generating bremsstrahlung pho- 
tons. The spectral and spatial characteristics of these 
bremsstrahlung photons are related to those of the elec- 
tron source. The photons propagate through the vac- 
uum and then into the detector. Within the detector 
they pass through many centimetres of high Z filtering 
before depositing their energy within the ~ 10 pm phos- 
phor layer of the image plate. However the probability of 
a bremsstrahlung photon depositing energy in the phos- 
phor layer is extremely small, meaning the problem is ef- 
fectively computationally intractable in its raw form, es- 
pecially given the many design iterations required. Dur- 
ing the conceptual design, huge computational gains were 
made by sub-dividing the problem and using variance, or 
relative error, reduction technique^ An example of a de- 
sign run is shown in figure [4J in this simplified setup the 
target has been moved artificially close to the detector 
to improve the statistics of the Monte Carlo modelling. 
From figure [4] it can be seen that even the lowest energy 
photons are able to propagate through the thick Pb fil- 
tering, although this will in part be due to the creation of 
low energy photons by the more penetrating high energy 
photons. To the left of the target it is apparent that more 
of the lower energy photons are scattered backwards out 
of the target than propagate towards the detector. There 
is a lower probability of a higher energy photon being 
created due to the (assumed) exponential electron en- 
ergy distribution {P{E) ex ex.-p{—E/kT)) where P is the 
probability of an electron being injected with energy E^ 
k is Boltzmann's constant and T the slope temperature. 
The lower population of the highest energy photons is 
clearly visible in the bottom image, as is their greater 
ability to penetrate further through the Pb walls of the 
detector. Figure [5] shows the fiux distribution within the 
filters in more detail. From these images various effects 
are apparent; firstly the low energy photon fiux increases 
within the filters, this somewhat counterintuitive result 
is due to Kq, creation and pair production by the higher 
energy photons, this effect is greatly exaggerated in this 
run as the injected photon spectrum is fiat up to 100 
MeV; in more realistic distributions there are far fewer 



higher energy photons than lower energy photons. The 
images also show that the higher energy photons are less 
susceptible to scattering and hence will deposit energy 
within the correct spatial region of the image plate more 
effectively than lower energy photons. Figure [6] shows 
that while the modelling predicts lateral photon scatter- 
ing to occur within the filters, by integrating over each 
region (corresponding to one filter) a clear signal can be 
obtained. In this case the fast electron source temper- 
ature is relatively low with a slope temperature of 100 
keV, hence the thickest filters are not of use - the en- 
ergy deposition is relatively uniform over the region of 
the thickest filters. For higher fast electron temperatures 
it was found that the ability to discriminate between the 
thicker filters improves. 

From figure [3] it can be seen that the data for the lowest 
photon energies has significantly higher relative errors :- 
although the error bars are not explicitly plotted for clar- 
ity, this is visible in the more erratic nature of the curves 
towards the bottom left of the graph. All but the thinnest 
filters prevent all of the 100 keV photons from propagat- 
ing through the filters, meaning there is no energy depo- 
sition for 100 keV photons with thicker filters. Exami- 
nation of the trends of the curves and physical intuition 
suggest this result is incorrect. In reality some of the 100 
keV photons would have propagated through the filtering 
depositing their energy within the phosphor, however the 
computational limitations on the number of particles that 
can be simulated means that such an improbable event 
may not be sampled, and even if it is (as in the case of the 
thinner filters), it may be sampled so few times that the 
relative error is large. Monte Carlo population control 
techniques allow the 5 dimensions of phase space (3 space, 
energy, and time) to be subdivided with an 'importance' 
n applied to each region. As photons propagate through 
the filters (and hence phase space) their population will 
reduce exponentially and be shifted to lower energies. Si- 
multaneously the pre-set importances will cause the pho- 
tons to be split into n photons of weight 1/n. In this way 
a large number of low weight, low energy photons can 
be tracked through the Pb, ultimately depositing some 
energy in the image plate. Even though the energy de- 
posited per tracked particle is low, the statistics are good 
as many particles deposit an appropriate amount of en- 
ergy. To make the problem tractable, a new photon pop- 
ulation control technique was devised which allowed the 
user a far greater degree of control over the spatial distri- 
bution of the importances than is normally possible with 
MCNPX. This involved subdivision of the filter geometry 
into smaller cells, the 'importances' of the subcells re- 
flect the photon propagation through each of the filters, 
hence the exponential reduction in photon number as a 
function of detector thickness is simultaneously counter- 
acted by splitting these photons, creating more photons 
of low 'weight'. In combination with automated input 
deck writing routines, this enabled a highly optimized 
solution to this specific transport problem to be imple- 
mented that was otherwise essentially intractable using 
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Figure 3. Energy deposition within the active phosphor layer of the image plate as a function of photon energy and Pb filter 
thickness, as modelled with mcnpx. Each line represents a different thickness of Pb filtering, the thicknesses shown are those 
which were eventually used on the final design. The relative errors are not shown for clarity, but it can be seen from the erratic 
nature of the curves that the relative error is higher when the photon energies are lowest and the filters thicker. The response 
curves indicate the detector will be able to distinguish between photons of energy < 2 — 3 MeV. 



pre-exisiting variance reduction techniques. 

The detector Pb wall thickness was designed such that 
the Kq, radiation produced within the walls of the ex- 
perimental chamber would be reduced by ^ 10~^^. The 
collimator length was minimized in order to save space. 
Its length was based on mcnpx modelling which showed 
that even 100 MeV photons are extremely unlikely to 
propagate through 20 cm of Pb. 

The three dimensional filtering array is potentially sus- 



ceptible to cross-talk between the various filters due to 
lateral Compton scattering within the filters as the pho- 
tons propagate towards the image plate detector, exces- 
sive scattering could have rendered the design unusable. 
This cross-talk was reduced geometrically by minimizing 
the required filter depth by maximizing the total pho- 
ton cross-section of the filter material (within practical 
limitations) by using Pb filtering. The modelled energy 
deposition in the image plate is shown in figure [6| it can 
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Figure 4. Top: Schematic diagram of the detector. Note that 
the cells within the vacuum (cell walls are depicted by the 
black lines) are not part of the detector geometry but were 
used for variance reduction population control techniques. 
From second top to bottom the images depict relative spec- 
trally binned photon density, the photon energy bins are: 1 
to 10 keV, 10 to 100 keV, 100 to 300 keV, 300 keV to 1 MeV. 
For this simplified design run, the target is placed artificially 
close to the detector, electrons are injected into the target 
from the left. The bremsstrahlung photon flux shown was 
generated using an exponential energy spectrum of 0.5 MeV 
slope temperature. 



be seen that there is a reasonably clear distinction be- 
tween the signals formed on each region corresponding 
to a channel of the detector. 

A 0.4 T magnet was positioned between the laser target 
and the bremsstrahlung detector to bend those electrons 
which do escape the target away from the mouth of the 
detector. This field deflects 100 MeV electrons away from 
the detector entrance if the magnet is located 40 cm in 
front of the detector. 



IV. FAST ELECTRON TEMPERATURE, ABSORPTION 
AND DIVERGENCE MODELLING 

This description refers to the modelling performed for 
the experiment described in section [V| as an example. 
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Figure 5. The spatial distribution of the normalised photon 
density per source electron within one planar slice through the 
filters in various spectral bins. From top to bottom: photon 
flux 1 keV to 500 keV, 500 keV to 600 keV, 600 keV to 1 MeV, 
1 -10 MeV, 10-100 MeV, 1 keV to 100 MeV (ah the photons 
in the problem). In this simplified run a photon source of 
uniform photon energy probability up to 100 MeV with zero 
divergence was injected just before the entrance to the filters. 
Photons enter from the left into a vacuum, the Pb filters are 
outlined in red in the upper image. 



It is typical of that required for the analysis of laser- 
solid interactions using this diagnostic. The experimen- 
tal setup was modelled in 3D within mcnpx including 
all of the target layer materials, n bremsstrahlung detec- 
tors are positioned exactly as per the experiment both 
in terms of angle and distance from the source. A prob- 
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Figure 6. Energy deposition within the phosphor layer of the 
image plate by all photons, as modelled with MCNPX. The 
filter thickness increases monotonically going from bottom to 
top in each column, the filters in the columns to the left are 
thinner than those on the right. (Left) high resolution image 
of energy deposition, black lines depict the layout of the 25 
filters. (Right) Integrating the signal over the spatial region 
corresponding to one filter yields a clear signal. The filter 
structure is visible in both the high and low resolution images. 



abilistic distribution of the source electron energies was 
assummed, corresponding to a 3D single-temperature rel- 
ativistic Maxwell- Jutner distribution of the form: 



/(7,^)oc/(0)7'/3 



^exp(- 



rrieC . 



(1) 



where f{9) is an arbitrary assumed fast electron angu- 
lar distribution function defined relative to the injection 
axis, 7 = 1/y^1 — /3^, P = v/c, c is the speed of light, and 
rrie and v are the electron mass and speed respectively. 
In order to make the problem computationally tractable, 
it is subdivided, the modelling steps are as follows: 
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Figure 7. The 3D mcnpx model with 3 detectors positioned 
as per the experiment described in section [V| 



1. Using a single detector a range of Maxwellian fast 
electron sources with temperatures varying from 



0.1 MeV to 0.8 MeV were 'injected' into the tar- 
get in MCNPX (the temperature range was based 
on the experimental intensity and using Beg'P^ 
and Wilks^^ scalings). The modelled photon en- 
ergy deposition within the phosphor layer of the 
image plate was compared to the experimentally 
measured PSL value using absolute calibration val- 
ues from the image plates^^. The modelled result 
which had the best least squares fit to the experi- 
mental data was deemed to be the correct relativis- 
tic Maxwellian temperature. 

2. Using the fast electron spectrum found to best fit 
the data (step 1) and an assumed fast electron an- 
gular divergence, a run is performed using n detec- 
tors each of which is positioned at different angles 
as per the experiment (see fig. [7|. The spectrum 
of bremsstrahlung photons entering each detector 
is recorded. 

3. n new input decks are created, one for each de- 
tector. Each deck uses the bremsstrahlung spec- 
trum (from step 2) to define the spectrum of the 
photons injected in this run. This calculates the 
coupled photon-electron transport through n de- 
tectors, their filters and ultimately the energy de- 
posited within the phosphor layer of the image 
plate per bremsstrahlung photon entering the de- 
tector. 

4. Using the absolute calibration of the image plates 
the modelled energy deposition within the phos- 
phor layer of the image plate is compared with the 
experimentally measured values. Depending on the 
result of this comparison either the electron source 
spectrum and/or divergence may be iterated until 
a good match is found. 

5. The total energy in the fast electron distribution is 
calculated as follows: 

(a) The modelled bremsstrahlung spectrum enter- 
ing each of the detectors is integrated over each de- 
tector cavity and energy spectrum, giving the to- 
tal number of photons entering each detector per 
source electron entering the target. 

(b) The total modelled energy deposited in the im- 
age plate phosphor layer per source photon is found 
by integrating over the phosphor volume. Using (a) 
this is then converted to total energy deposited in 
the phosphor layer per source electron. 

(c) Using the image plate absolute calibration, the 
total experimentally measured energy deposition in 
units of PSL are converted to units of MeV. 

(d) From (b) and (c) the number of source electrons 
required to create the experimentally measured sig- 
nal are calculated. 

(e) The mean electron energy of the fast electron 
distribution is calculated given its temperature and 




Figure 8. The experimental setup. 



distribution. The total energy of the fast electron 
distribution is found by multiplying the number of 
electrons from (d) by the mean energy of the fast 
electron distribution. 



When calculating the laser energy absorbed into fast 
electrons it is crucial that the modelled response of all 
the detectors matches that of the experimental data, as a 
consequence some fast electron divergence (or potentially 
angularly varying fast electron temperature) of the elec- 
tron source must be assumed. Conversely, the value of 
fast electron divergence which best fits the data is a mea- 
sure of the experimental fast electron divergence. This 
measurement of divergence contains spectral information 
but is very limited in angular resolution compared to ex- 
isting techniques due to the limited number of detectors. 
Sensitivity to the assumed divergence angle will only oc- 
cur when the fast electron temperature is sufficiently high 
such that the bremsstrahlung is confined to the I/7 angu- 
lar cone. Therefore for lower fast electron temperatures 
the inferred fast electron temperature is insensitive to the 
assumed fast electron angular distribution function (e.g. 
for T = 140 keV the I/7 half angle is - 45°). Similarly 
lower fast electron temperatures also mean no effective 
measure of the fast electron divergence can be made us- 
ing this technique. Bremsstrahlung theory leads us to 
expect anisotropic distributions from higher fast electron 
temperatures and hence should occur during experiments 
with higher values of IX^. It should also be noted that 
because the target producing the bremsstrahlung radia- 
tion only covers the region of solid angle in the forward 
direction with respect to the incident laser, this tech- 
nique provides only measures laser energy absorbed into 
fast electrons which are forward-going. 



V. FREQUENCY DOUBLED, 
RELATIVISTICALLY-INTENSE. LASER-SOLID 
EXPERIMENT 

An experiment was performed at the LULI 2000 
laser facility at the Ecole Polytechnique in Paris in or- 
der to characterize the properties of the fast electron 
beam generated when relativistically-intense frequency- 
doubled laser light interacts with a solid target. On 
this experiment 25J of 527 nm light was incident on the 
target at 45 degree p-polarization, with a pulse length 
of 800 fs and spatial full-width- at-half-maximum of 15 
pm yielding a peak intensity of 9 x 10^^ W/cm^ and 
mean intensity (found by spatially and temporally av- 
eraging the Gaussian distributions over the spatial and 
temporal FWHM repectively) of 5 x 10^^ W/cm^. For 
the purposes of absolute laser absorption measurements 
the targets were composed of successive layers Al (10 
lim), Ag (10 pm), Au (10 pm), Cu (10 pm), Al (10 
pm) and CH (300 pm), with the laser incident on the 
first Al layer. Absolute bremsstrahlung radiation mea- 
surements require the prevention of refluxing as multiple 
transits of the electrons within the target will cause mul- 
tiple bremsstrahlung emissions from within the target. 
By attaching a 300 pm mylar layer to the target rear, 
the majority of the fast electrons are stopped within 600 
pm of plastic (based on Monte Carlo modelling of an ap- 
propriate fast electron energy distribution), meaning the 
experimental signal should be a good approximation to a 
single pass of the fast electrons passing through the high 
Z material. 

The bremsstrahlung spectra and angular distribution 
were measured using three of the detectors described in 
section |lll| as shown in figure [SJ Based on the work of 
Santala et ar^ it was anticipated that the peak emission 
should be located along the target normal direction given 
the expected high experimental contrast, hence they were 
positioned along the laser axis and then at two 22.5° in- 
crements with the third detector at target normal. Mag- 
nets were positioned such that all electrons below 40 MeV 
were prevented from entering the detectors. 



A. Fast Electron Energy Spectrum 

The procedure to find th e fas t electron energy spec- 
trum (as outlined in section 
experimental target materials 



IV) was followed using the 



is, densities, geometry and 
detector geometry modelled in 3D within mcnpx. Figure 
[9] (a) and (b) show the relative energy deposition within 
the different spatial regions of the image plate (each re- 
gion corresponds to an energy bin) as a function of fast 
electron temperature. The experimentally measured val- 
ues are also over-plotted. The best fit to the experimental 
data was a fast electron temperature of 125 ±25 keV. For 
the purpose of evaluating the fast electron temperature 
only the relative values of the energy deposition in each 
bin are important, hence arbitrary units are used. 
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Figure 9. (a) & (b) show the same data plotted on hnear 
and log scales. The data is compared to the modelled detec- 
tor response for various initial relativistic Maxwellian electron 
temperatures. The experimental data is the mean PSL value 
within each 'region' of the image plate, a region exactly corre- 
sponds to the shadow cast by one of the filters onto the image 
plate, likewise the mcnpx value is the mean energy deposi- 
tion within the same location and area of the modelled image 
plate's phosphor layer. The lines shown are simply meant to 
guide the reader's eye. 
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Figure 10. (a) The modelled angular distribution of 
bremsstrahlung flux of all energies. The target is at the bot- 
tom left of the image, while the lead shielding of the three de- 
tectors is visible as the white regions (low photon flux)towards 
the top and right, (b) The modelled flux spectra measured at 
the entrance to the three bremsstrahlung detectors (scaled to 
account for the differences in the detector distances from the 
target) shows very little spectral variation with angle. 



B. Fast Electron Divergence 

The bremsstrahlung emission measured over the 45° 
measurement angle was essentially uniform. The 
bremsstralung emission cone angle is approximately I/7, 
for 100 keV electrons this cone angle will be of the 
same order as the angle covered by the detectors, mean- 
ing no information about the electron angular distribu- 
tion can be inferred from these experimental measure- 
ments, with this low fast electron temperature. This was 
confirmed by modelling the target and all three detec- 
tors in MCNPX using the fast electron temperature de- 
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rived from the experiment. The MCNPX model geome- 
try is shown in figure [7| while figure [lO] shows the cal- 
culated bremsstralung emission over the forward hemi- 
sphere, which is essentially uniform. This modelling was 
performed with a collimated electron beam entering the 
target with a slope temperature of 125 keV, confirming 
that for this relatively low fast electron temperature, the 
fast electron temperature is insufficient for the emitted 
bremsstrahlung to be measurably beamed in the direc- 
tion of the propagating electrons. 



VI. SUMMARY 

In summary, a novel bremsstrahlung photon detector 
has been designed and developed using the 3D Monte 
Carlo code MCNPX. It has been successfully fielded on 
an experiment using relativistically-intense frequency- 
doubled laser light. Using 3D Monte Carlo modeling, 
the fast electron temperature was backed-out from the 
experimental data, it was found to be best fit by a rela- 
tivistic Maxwellian of temperature 125 ± 25 keV. 
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